[A high-voltage x-ray spectrometer for x-ray apparatus].
A high-voltage measuring instrument has been developed to be used in medical X-ray equipment. It measures without connection up to the current-carrying circuits. In the device, the limit of the braking spectrum is used to determine the values of X-ray tube-applied voltage, which are calculated to a high precision by the programme put into the analyser and printed out on a printer. The scale of the device is calibrated by the peak reference points of the reference isotopic sources of gamma radiation.